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ABSTRACT 

Photomultiplier tubes for the Collider Detector at Fermilab were sub- 

jected to pre-installation testing for stability, linearity and other 

properties. An apparatus is described which provided computer control of 

light sources, monitoring of environmental conditions and data logging of 

responses from up to 48 photomultiplier simultaneously. Statistical summaries 

of the test results are included for 1041 tubes for the central electromag- 

netic calorimeter and 687 tubes for the endwall hadron calorimeter. 

(To be submitted to Nuclear Instruments and Methods) 



I. INTRODUCTION 

The central electromagnetic calorimeter system for the Collider Detector 

at Fermilab was designed to detect and measure the energy of photons, 

electrons and positrons emerging from proton-antiproton collisions at 2 TeV. 

The system, described in detail elsewhere [l], consists of 480 towers sur- 

rounding the intersection region in a projective geometry. Each tower 

consists of 30 layers of 0.32-cm-thick lead and 31 layers of 0.50-cm-thick 

scintillation plastic, a total of 18 radiation lengths. Light from the scin- 

tillators is brought out each end by Y7 doped WA acrylic wavelength shifters 

(wavebars) to two photomultiplier tubes (PMT's) per tower. 

This system has an energy resolution AE/E - 14%/J, where the energy, 

E, is expressed in GeV. Since interesting physics is expected in the region 

where E is 100 GeV or more, it is necessary for this system to operate at a 

level of 1% accuracy. The problems of calibration, stability, linearity and 

uniformity are formidable. 

To minimize potential problems, the phototubes and bases in this system 

were subjected to extensive pre-installation testing to ensure that each of 

them met specifications, to establish operating characteristics and to exer- 

cise each for approximately one week to monitor stability and detect early 

failures. 

A total of 1041 tubes (Hamamatsu Model R580B) and bases were tested for 

the central EM calorimeter. In addition, another 687 tubes (Thorn-EM1 Model 

9902KB06) and bases for the end wall hadron calorimeter [2] were subjected to 

similar, but briefer tests in the same apparatus. 
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This paper briefly describes the apparatus and procedures used for these 

tests and summarizes the results. A more detailed description can be obtained 

elsewhere.[3] 
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II. APPARATUS AND PROCEDURES 

A. Test Overview 

This section describes the testing program for the Hamamatsu R580B 

selected for the central electromagnetic calorimeters. A number of the re- 

quirements for the photomultipliers, such as geometry and spectral 

sensitivity, were automatically met by the selection of tube type. The 

manufacturer provided measurements of quantum efficiency (QE) over a specified 

spectral range of green light appropriate to the wave bars (see Fig. ?.l.). 

and all tubes delivered were above the specified 8% minimum value. statistics 

on the distribution of QE's for the tubes are given in Table 2.1 along with 

other results discussed in subsequent sections. Our tests had three main 

goals which are listed below. 

1. Establishing the DC supply voltages corresponding to three fixed 

operating points for the product of gain (G) times QE. The nominal 

setting was 1.2x104 (e.g. a gain of lo5 for a tube with QE - 12%). 

and at twice and four times that amount. 

2. Eliminating tubes with early failures or substandard performance 

characteristics by exercising each one for approximately 160 hours 

while continuously monitoring the pulse response linearity, gain 

stability and rate effects. The first 40 hours of this exercise were 

devoted to a "burn-in" period with roughly 5 @mps of anode current 

in each tube. 
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3. Measuring specific characteristics using subsamples of the tubes in 

order to verify acceptable calorimetry performance. These included 

termperature dependence of the G*QE product, gain recovery time after 

a single large pulse, and useful lifetime. 

The number of tubes to be tested in a period of about one year available 

before the first CDF run clearly required automated test procedures and data 

acquisition for many tubes simultaneously. Our approach was to use standard 

CA&K control and data acquisition modules interfaced to S-100 bus system Z80 

microcomputers with a link to a remote VAX 11/780 computer for data logging 

and subsequent analysis. The microcomputers provided the stand-alone 

capability needed for ease of hardware interfacing, test fixture development 

and calibration. 

TWO types of text fixtures were constructed for these measurements: a 

small, single-tube test chamber for initial inspection, operating voltage 

determination and dark current measurements; and a pair of identical 24-tube 

test chambers for the long-term repetitive testing cycles. 

UPOIl receipt of tubes from the manufacturer in monthly batches of 100, 

the set of initial, semi-automated tests were performed using the single-tube 

fixture. Approximately 15 minutes per tube was required. At this point, the 

data bases for groups of forty tubes (plus eight controls which remained 

resident in the large test chambers) were started with the manufacturer's data 

and these test results, and the forty tubes were installed in the main test 
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facility. After initial setup by the operator, the large-chamber tests and 

data logging were fully automatic for 160 hours. 
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B. Single-Tube Test Fixture 

The initial testing, to establish operating voltages at each of three 

gain settings, and to measure dark current, was performed in a small, single- 

tube chamber. Figure 2.2 shows the functions of this apparatus schematically. 

The light-tight test chamber contained a single LED and a sleeve-and-stop 

assembly which guided each PMT photocathode into a fixed position relative to 

the LED. An S-100 based, 280 microcomputer (PC) provided operator guidance 

through various steps in the test and logged the results on floppy disks for 

use in subsequent tests and the PMT database. The PC was equipped with an 

interface to a CAMAC crate where the integrating analog-to-digital converter 

(ADC) and some control circuitry were located. 

Clock-driven NIM logic modules provided pulses with fixed charge to drive 

the LED, and a gate signal for the ADC. The output of the PMT could be 

plugged into the ADC for pulse-area measurements, or into a pica-ammeter for 

dark current measurements. 

The voltage for each tube was manually adjusted to yield a standard pulse 

response to the test chamber LED. The amplitude was chosen in the following 

manner. The earliest tubes delivered were measured by the manufacturer to 

have QE's from 8% to 16% with an average of 12%. At several voltage settings, 

their absolute current gains were measured as described in Section II-D, and 

they were set to gains of 1.0 x LOS. These tubes were then used as 

"bootstraps" for a standard response in the single-tube chamber with their 

photocathodes in a fixed position relative to the LED. The voltage for every 

subsequent tube was adjusted to give a fixed pulse area corresponding to a 

G.QE product of 1.2 x 104, i.e. a gain of lo5 for a QE of 12%. Two other 

voltage settings were also determined for G.QE's of 2.4 x LO4 and 4.8 x 104. 
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At this stage, each tube was fitted with a base [4] which remained with 

it permanently if the combination was accepted. Voltages and associated dark 

currents for each each tube-base assembly at each of the above operating 

points were recorded on floppy disks for use in subsequent tests. If an 

assembly failed to meet specifications, its tube and base were each checked in 

other combinations to isolate and reject the inferior component. Essentially 

all of the roughly 2% tube failures were for excessive dark current detected 

at this stage. Some sparking problems detected in early deliveries of the 

bases were eliminated by changes in the construction procedures. 

For purposes of interpolation between measured points, the dependence of 

gain, G, on voltage, V, was parametrized as follows: 

(GI/Gj) - (Vi/Vj) 
N 

(2.1) . 

The distributions of the voltage settings, the associated dark currents and 

the values of N for the tubes tested are described in Table 2.1. 
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C. Large Test Chambers 

A diagram of the major features of the main test facility is given in 

Fig. 2.3. A second 280 PC in an S-100 bus system was used as a front end 

controller interfaced to CAMAC. It was connected by an asynchronous line to a 

VAX 780 for data logging. The 280 controlled the sequence of DC and pulsed 

light source tests, and the PMT high voltage. It recorded data from the ADC's 

which read pulsed response of the tubes, anode currents, power supply voltages 

and temperatures. The two test chambers described below were capable of 

handling a combined total of 48 tubes, 40 under test and 8 long term controls. 

At peak rate, we followed a weekly cycle of 160 hours testing plus 8 hours for 

exchanging tubes for the next cycle. Various features of the apparatus and 

procedures are listed below. 

The principal geometric features of the test chambers are shown in Fig. 

2.4. Two such top-loading, light-tight chambers were built, each holding 24 

tubes supported in a 5x5 lattice (central position empty). Each position in 

the lattice contained a magnetic shield, plastic leaf springs and a stop to 

position the photocathode in a reproducible fashion. 

1. Lieht Sources 

The main bank of light sources (Table 2.2) was located on the wall of 

the chamber 70 cm from the photocathodes. The sources were mounted on four 

identical printed circuit boards placed symmetrIcally on that wall to smoothe 

the illumination profile at the bank of photocathodes. Each individual 

phototube was illuminated by four additional LED's placed on the support 

lattice approximately 3 cm from each photocathode to provide high amplitude 
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pulsed signals. A light map at the photocathode positions was measured with 

one of the sources which provided about 3000 pe- at the center of the lattice. 

The array of pulsed green LED's was organized into nine groups, each with 

a fixed illumination levels as indicated in Table 2.2. For stability, the 

pulse light sources were driven by a current pulse and were flashed at a -10 

Hz rate which never varied during a test. "On" and "off" states were achieved 

by phase selection, i.e. changing the timing of the pulse by -2 psec relative 

to the SOO-nsec-wide ADC gate. The typical pulse was roughly triangular with 

a width of -150 ns at 10% of full amplitude. The maximum PMT output amplitude 

with combined light levels 6 through 9 was -15 mA. 

It should be emphasized that the absolute number of photons incident on 

the photocathodes from the LED's was neither known nor absolutely determined. 

Linearity measurements were based on data from a set of redundant, phase- 

selected combinations of light sources, subjected to statistical tests of the 

linearity hypothesis. Stability tests, after corrections for measured tem- 

perature dependence, assumed that the LED's remained stable over a period of 

one week. 

Small tungsten filament lamps driven by digital-to-analog converters 

(DAC's) were used as steady light sources which could be set to produce anode 

currents ranging from 20 nA to >5 @A. 

2. Analoz-to-Dieital Converters 

The ADC used for pulse area measurements was the LeCroy 2285A, a 15-bit 

integrating ADC with a least count of -0.03 PC, corresponding to -2 pe- at a 

tube gain of 105, and a full range of >20,000 pe-. This covered the operating 

range expected in the detector. Some tests at >15 mA peak pulsed current were 
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done with a x5 attenuator at the ADC input. Two calibration methods were used 

for each of the 48 channels (see Ref. 3). and they agreed to 1% with a 

linearity of better than 1%. 

A Dual Systems Model AIM-12 ADC residing on the S-100 bus was used to 

measure various low-level DC power supply voltages, the output voltages from 

temperature sensors [3] and anode currents. Each phototube output was sent to 

a PC-controlled reed-relay which could direct the anode signal to the LeCroy 

ADC or a multi-range current-to-voltage amplifier. when required, the tubes 

were switched, one at a time, to the amplifier, whose output was digitized by 

the Dual Systems ADC. 

3. Hieh VoltaPe Control and Readout 

High voltage ( including regulation and readout, for the 48 phototubes 

under test was supplied by a LeCroy 1440 system controlled by the PC through 

CAMAC. Values were automatically set to those specified in the database by 

the single-tube tests. 
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D. Test Cycle and Data Analysis 

The main emphases of the test cycle and data analysis were stability, 

rate sensitivity and linearity. After the burn-in period, the $ executed a 

set of nested loops for 100 hours at the voltage settings corresponding to 

G.QE - 1.2 x 104. The outer loop cycled over the four settings of the 

tungsten lamp (Table 2.2). At each setting, it executed a stability test, a 

linearity test, and read out the anode currents, temperature sensors and 

various voltages. The stability test consisted of 500 readings (in -50 

seconds) each of pedestal (all pulsed levels off), and individual pulsed 

levels 1 through 6. Only means and RMS deviations were logged to the Vax. 

The linearity test consisted of 100 readings (in -10 seconds) each of pedestal 

and fifteen different combinations of the same. six pulsed light levels. 

Again, only means and RMS deviations for the lOO-pulse sample were retained. 

The latter permitted a six-parameter fit to a linearity hypothesis for fifteen 

pieces of data. 

In Fig. 2.5(a) the mean ADC response to pulsed Level 6 in the stability 

test is plotted as a function of time starting after the burn-in period. The 

change in pulsed response between the lowest and highest level for the 

tungsten lamp (Table 2.2) is clearly seen in the -0.5% displacement between 

the two sets of points. Fig. 2.5(b) shows the output of the temperature 

sensors which varied diurnally by about 4' C. The phototube shows a clear 

change in output which is about -0.3% per degree-C, and is a combination of 

the measured change in LED output (-0.66%/C) and the tube response. 

Approximately 12 hours of data were lost by an overnight interruption in the 

VAX link, but the testing continued uninterrupted. 
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Additional results on the absolute gains, temperature dependence and 

relative quantum efficiencies were also obtained. The absolute gain for 

pulsed signals in each phototube is the ratio of the charge collected at the 

anode to the charge reaching the photocathode. The anode charge was measured 

by the absolute calibration of the ADC's described briefly above. Gain es- 

timates based on single pe- pulse-area measurements were impractical. 

Instead, the number of pe-, P, was determined from the ratio of the mean pulse 

area, H, (determined from 500 samples) to the standard deviation, 0, of the 

pulse area distribution: 

[e]2 -'+b H P (2.2) 

where the first term, l/P, accounts for pe- statistics, and b represents non- 

statistical contributions to the width of the pulse-area distribution. This 

relationship was tested by varying P with neutral-density filters. The 

results indicate that b = 10 -5 or less. Since our gain measurements are based 

on pulsed light levels yielding no more than 20,000 pe- (l/P > 5 x 10m5), the 

procedure can be valid at the 20% level or better for a stable system. The 

value of P yields the gain through the relationship 

(2.3) 

Our experience with the full body of test data tended to support the validity 

of this procedure. However, two successive runs of the test chambers (out of 

thirty for the central EM tubes), while satisfactory in all other respects, 
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show spuriously large gains for all tubes including the controls. These runs 

were omitted from any distributions which involve this calculation. 

Since the absolute number of photons incident on the photocathodes was 

unknown, we were unable to measure the absolute quantum efficiency of the 

tubes under test, but values relative to the sample average were calculable. 

This involved corrections for the variation of the light intensity with posi- 

tion in the test chamber lattice, and changes in light intensity after repairs 

on the test chambers. Details are given in [3]. Correlations between this 

measured relative quantum efficiency and the manufacturer's value were made. 
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III. RESULTS: CENTRAL EM PHOTOTUBES 

A. Full Sample Tests 

1. Dependence on Time. Temnerature and Anode Current 

The data for each tube and pulsed light source were fit to a time- 

dependent function with the following form: 

H(t) - al + a2t + a3t2 + a4[T(t) - T(O)1 (3.1) 

where the a's are fitted parameters, t is the time (starting with t - 0 at the 

end of the 40-hour burn-in period), T(t) is the measured temperature as a 

function of time. This was done for each pulse level and DAC setting for the 

tungsten lamp which controls the anode current. 

2. Short-Term Stability 

The stability criterion was met if, after unfolding the temperature 

dependence, the minimum-to-maximum variation (or "peak-to-peak drift") of the 

residual time dependence was less than 2%. A small number of tubes (cl%) 

marginally exceeded this criterion. They were re-cycled through the entire 

test, including a second burn-in period, and none was ultimately rejected for 

this reason. Table 2.1 describes the distribution of the measured variation. 

3. Current Gain 

Table 2.1 describes the distribution of gains obtained by the method 

described in Section II-D. Also given are statistics on the pulse area, 
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corrected for position and time variations of the pulsed light intensity. 

This is proportional to the product G.QE, and indicates that the tubes were 

all tested at quite uniform settings for this quantity as intended. In fact, 

the width of this distribution is dominated by uncertainties in the correction 

procedure rather than setting error. 

4. Temaerature Dewndence 

In order to isolate the separate variation of the LED and phototube 

responses with temperature, the chamber was temporarily equipped with a glass 

separator and heaters to induce large (-2O'C) and independent changes in the 

temperatures at the LED and phototube volumes of the chamber. The LED tem- 

perature coefficient was -(0.66 + 0,03)%/'C. 

Measurements of the environmental temperature variations were included 

in the normal test procedure, and the analysis yielded the combined temperature 

dependence of both the LED output and phototube response, viz. a,, in Eq. (3.1). 

The precision of individual determinations varied greatly, depending on the 

magnitude of the ambient temperature changes. Nevertheless, selecting only 

the more precise results made little difference in the average phototubelbase 

temperature coefficient, only a slight narrowing of the distribution was 

observed. The result listed in Table 2.1 is drawn from the full sample, after 

correcting for the measured LED coefficient. 

5. Rate Effects 

The rate dependence was tested by observing the change in pulse area as a 

function of average anode current controlled by the tungsten lamp. Figure 3.1 

shows a scatter plot of the percentage change in pulse area vs. anode current. 

It is quite stable from a the 10 nA level arising from the LED's up to about 3 



VIA where it abruptly rises. The stable region covers all normal conditions 

expected in CDF operation. 

6. Linearity 

The technique used for linearity testing was chosen to avoid any depend- 

ence on the long term stability of light sources or filters at the 1% level. 

The PMT response was measured for each of fifteen different combinations of up 

to three pulsed LED's levels 1 through 6. The combinations were: 1, 1+2, 

1+2+3, 2, 2+3, 2+3+4, 3, 3+4, 3+4+5, 4, 4+5, 4+5+6, 5, 5+6, and 6. These 

combinations covered a dynamic range from typically -30 to >lO,OOO pe-, with 

10% to 30% increments about the largest single level In each combination. If 

the response is linear, the measured pulse areas should be well-represented by 

the appropriate linear combinations of six parameters, one amplitude for each 

of the six LED levels used. A x2 test with nine degrees of freedom can be 

made for such a fit. For higher values of the pulse area, H, the statistical 

uncertainty, AH, was well below 0.1%. Therefore, since the specifications 

called for 1% linearity, a lower limit of 1% of H was placed on AH for pur- 

poses of the x2 test. 

Data for the fifteen different combinations of LED's required about seven 

minutes to collect, and the test was repeated about twice per hour for the 

duration of the testing period. All x2' s were averaged to give a single value 

for each PMT, and the statistics on the averages is given in Table 2.1. 

The distribution is as expected for a linearity of 1% or better, viz. x2 - 9. 
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8. Subsample Tests 

1. Pulse Recovery 

Pulse recovery was defined to be satisfactory if the tube current gain 

recovered to within 2% of its previous value within 1 ms after a full-scale 

pulse (40 mA peak). An argon flash lamp was set up to provide this large 

pulse followed, with variable delay, by a smaller pulse from an LED. A change 

in the tube output pulse area for this delayed pulse was assumed to be due to 

a change in tube gain because of the large preceding pulse. With a 10 psec 

delay, a 4% rise in pulse area was observed, but at 100 psec or greater, there 

was no detectable effect on the pulse area. 

2. Differential Linearitv (Flash Lamr, Tests) 

The flash lamp, LED setup described in the previous section was operated 

with zero delay to test differential linearity at large amplitude. The output 

signal was attenuated by x11.3 to bring it into the ADC range, and pulse 

areas were measured for the combination, LF, and each source individually L 

and F. A measure of percentage differential non-linearity is 

D- LF - F - L 1 X100%. 
1 

(4.3) 

The flash lamp yielded F - 500,000 pe- and the four highest amplitude LED's 

provided L - 80,000 pe-. This tested amplftudes well beyond the expected 

operating range of CDF. Eighteen tubes were tested in this manner. Half 

yielded D < 1%. and the worst case was 5%. It is fairly easy to show that, if 

the non-linearity is a low order term in a power series (e.g. a quadratic 
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term), even the worst case implies integral non-linearities well under 1% in 

the range of interest. 

3. Lonp Term Stabilitv 

Eight tubes and bases, including four R580B's remained in the test cham- 

bers as controls throughout the duration of the testing program, about thirty 

months. The total integrated current passing through these tubes reached 

about fifty coulombs. Conditions were far from stable because the high volt- 

age was switched off every time a new batch of forty tubes was installed, and 

the entire test setup was moved to a new location three times. Nevertheless, 

we attempted to study possible changes in gain over this period. There are 

indications that the R580B gains diminished fairly steadily to about 90% of 

their original values over this period. The estimated uncertainty is about 

5%. 
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IV. ENDWALL CALORIMETER TUBES 

The EM1 phototubes for the endwall hadron calorimeter where subjected to 

tests similar to those described above. The tests differed in two respects: 

after 40 hours of burn in, the subsequent testing period was reduced to about 

40 hours instead of 120; the tubes were operated at gains of approximately 

lo6 instead of 105. We chose not to change any characteristics of the test 

fixtures, e.g. the ADC conversion gains. As a result, the pulse response for 

light level 6 was often off scale for the EM1 tubes. 

The data analysis yielded the results summarized in Table 4.1. The most 

significant effect of the absence of data for light level 6 for most tubes is 

that the linearity tests for the EM1 sample were done over a narrower dynamic 

range ( typically 7O:l ) than for the R580B's (typically 25O:l). Thus, the 

smaller x2 values should not be interpreted as evidence for better perfor- 

mance. 

The duration of the test period (less than two diurnal temperature 

cycles) yielded large measurement uncertainties and strong correlations 

between parameters for tests of stability and temperature dependence. The 

results are omitted from Table 4.1, but they are consistent with no drift and 

zero temperature coefficient with an uncertainty of about 2%. The variation 

of gain with anode current for the EMI tubes was quantitatively very similar 

to that for the Hamamatsu tubes as shown in Fig. 3.1. 
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FIGURE CAPTIONS 

Fig. 2.1 (A) Spectral sensitivity for the R580B phototube. (B) Output 

spectrum of Y7 waveshifters. (Cl Output spectrum of the light 

source used by the manufacturer in quantum efficiency measurements. 

The peak in the overlap of (A) and (C) is at 510 nm indicated by 

arrow (D). The wavelength of the green LED's used in the present 

tests is 560 nm, indicated by arrow (E). 

Fig. 2.2 Small test chamber for measuring operating points and dark currents. 

Fig. 2.3 Large test chamber block diagram. The clock pulsed all the LED 

light sources at 10 Hz. The microcomputer selected which sources 

were "on" (within the ADC gate) or "off" (delayed beyond the ADC 

gate), and the steady light levels. The phototube outputs were 

normally all connected to the LeCroy ADC for pulse height measure- 

merits. Periodically, they were switched, one at a time, to an 

amplifier/ADC system which measured the average anode current. The 

same ADC also monitored low-level DC voltages for the light sources 

and the temperature in the test chambers. The photomultiplier high 

voltage supply was controlled by the microcomputer through CAMAC. 

Fig. 2.4 The geometry of the large test chambers. The shaded areas of 

Section AA contained the the timing circuitry (located in the cen- 

ter) and four driver boards, each containing identical sets of 

circuitry for all pulsed light levels, l-5, and a tungsten lamp. 
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Fig. 

Section BB contained 24 circular holes to pass light through to the 

photocathodes, approximately 3 cm to the right on this diagram. The 

shaded areas in BB supported driver circuitry for light levels 6-10 

and the associated LED's which protrude into the apertures for each 

tube. 

2.5 A sample of data which shows the dependence of the pulse area 

response of one of the photomultipliers on time, temperature and 

average anode current. (a) m= time dependence for a specific 

pulsed light source (yielding about 15000 photoelectrons per pulse). 

Data are shown for two different settings of the tungsten lamp which 

induced a DC current in the phototube (approximately 0 and 2 @mps). 

The tube gain increases about 0.5% for the higher current. (b) 

The temperature in the test chamber during the same period. The 

dependence of pulse area on temperature is seen - about -0.3%/'C. 

Fig. 3.1 A scatter plot of the percentage change in pulse height as a func- 

tion of anode current. The reference pulse height is that with the 

tungsten lamp off. Note the logarithmic scale on the current axis. 
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Table 2.1 

Characteristics of R580B Phototubes for Central FM Calorimeter 

Quantity Units 

Quantum Eff. % 

HVl (a) Volts 
HV2 (a) Volts 
HV3 (a) Volts 

Gain-Voltage Exponent 
(N in Eq. 2.1) 
HV2/HVl __ 
HV3/HV2 __ 

LogloUd/ =A) (b) 

@ HVl __ 
@ HV2 __ 
@ HV3 __ 

Sample 
Size 

1041 

1041 
1041 
1041 

1041 
1041 

1041 
1041 
1041 

Distribution 
Std. Dev. Mean 

Min. Max. 
Value Value 

14.1 1.6 8.0 19.0 

1057 55 920 1200 
1163 62 1020 1340 
1282 71 1120 1480 

7.25 
7.15 

6.4 7.8 
6.1 7.7 

-1.02 
-0.83 
-0.58 

0.18 
0.22 

0.51 
0.51 
0.53 

-2.4 0.4 
-2.2 0.6 
-1.8 0.8 

Ouantities below are for the HVl setting 

Corrected Pulse 
Area (c) PC 963 26.9 1.5 

Gain (d) (X105) 849 1.00 0.24 

x2( 9 d.f.) for 
Linearity Test 
(o>l%) __ 1041 9.8 4.1 

Temp. Coeff. (e) %/OC 1041 0.4 0.6 

Peak-to-Peak Drift 
in Pulse Area (f) 8 865 -0.4 1.3 

Notes: 

(a) HVl is the high-voltage setting for a nominal gain of 1.0~10~. HV2 

and HV3 are the settings for twice and four times that value, 

respectively. 
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(b) On a linear scale histograms for dark currents, Id, were strongly 

skewed and peaked near zero. On a logarithmic scale, they were 

roughly Gaussian with the parameters given here. 

(c) Value for light level 5. The absolute pulse area is of no sig- 

nificance. The standard deviation of the distribution is a measure 

of our ability to correct for position and time variations of the 

pulsed light sources. 

(d) Average value which required at least two consistent measurements 

from light levels 4, 5 and 6. For this sample, the uncertainty ; 

the average for an individual phototube was required to be <0.1x10 

(e) Corrected for -0.66%/'C variation of LED'*. 

(f) Measured over -80 hours and corrected for temperature dependence. 

For each test chamber, several runs were omitted from this sample 

because they had large statistical uncertainties for three or more 

tubes (of 24). The uncertainties on individual measurements varied 

from 0.3% to 2%. The distribution width is consistent with measure- 

ment uncertainties, and there is no evidence for drifts at this 

level. 
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Level 

Number 

Table 2.2 

Characteristics of Light Sources in Large Test Chambers 

# of Distance Nominal Pulse Cc) Anode 

VP= sources to PMT (photoelectrons) Current 

(4 Cd) 

Pulsed(=) 4 70 30 (b) 
II 4 70 100 11 

II 4 70 300 II 

II 8 70 .l,OOO II 

II 24 70 3,000 11 

9, l(d) 3 20,000 II 

II l(d) 3 20,000 II 

II ,(a) 3 20,000 II 

II l(d) 3 20,000 II 

Step- 
Function(a) l6 

Tungsten 4 
Lamps (e) 

70 __ O-100 

70 _- o-10,000 

Note: (a) Green LED's with wavelength of 560 nm. 
(b) The average anode current from all nine pulsed light sources was 

about 10 nA. 
(c) Actual numbers varied downward by as much as 50% ,depending on tube 

location and quantum efficiency. 
(d) One LEDF for each phototube position. 
(=) m= tungsten filament lamps were set to yield -5pA anode current 

during burn-in, and were cycled through four different settings 
for the stability tests: off, -20 nA, -200 nA, and -2/1A. 
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Characteristics of EM1 

Quantity Units 

Quantum Eff. % 

HVl (a) Volts 
HV2 (a) Volts 
HV3 (a) Volts 

Gain-Voltage Exponent 
(N in Eq. 2.1) 
HV2/HVl _- 
HV3/HV2 _- 

Loglo(Id/l d) (b) 

687 18.9 

687 962 
687 1054 
687 1158 

Std. Dev. Value 

2.3 10.0 

136 700 
158 740 
184 800 

23.0 

1280 
1420 
1580 

687 7.74 0.71 5.4 9.4 
687 7.59 0.78 5.6 9.8 

@ HVl __ 687 -0.16 0.43 -2.2 0.8 
@ HV2 __ 687 0.07 0.42 -2.0 1.0 
@ HV3 __ 687 0.34 0.42 -1.0 1.2 

Table 4.1 

Phototubes for Endwall Hadron Calorimeter 

Sample 
Size 

Distribution Min. 
Mean 

MX. 
Value 

Corrected Pulse 
Area (c) 

Ouantities below are for the HVl settinp 

PC 687 191 34 

Gain (d) (x105) 550 9.54 3.58 

x2( 8 d.f.) for 
Linearity Test 
( 0 > 1% ) __ 687 3.8 1.0 

Notes: 

(a) HVl is the high-voltage setting for a nominal gain of 1.0~10~. HV2 

and HV3 are the settings for twice and four times that value, 

respectively. 

(b) On a linear scale the dark current histograms were strongly skewed 

and peaked near zero. On a logarithmic scale, they were roughly 

Gaussian with the parameters given here. 

(c) Value for light level 5. The absolute pulse area is of no sig- 

nificance. The spread is a measure of our ability to correct for 

position and time variations of the pulsed light sources. 
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(d) Average value which required at least two consistent measurements 

from light levels 4, 5 and, when available, 6. For this sample, the 

uncertainty on the average for an individual phototube was required 

to be < 2~10~. 
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